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Disposición

 
Número: 
 

 
Referencia: 1-47-3110-966-19-6

 

VISTO el Expediente Nº 1-47-3110-966-19-6 del Registro de esta Administración Nacional de Medicamentos, 
Alimentos y Tecnología Médica (ANMAT), y

 

CONSIDERANDO:

Que por las presentes actuaciones FILOSMET S.R.L., solicita se autorice la inscripción en el Registro Productores y 
Productos de Tecnología Médica (RPPTM) de esta Administración Nacional, de un nuevo producto médico.

Que las actividades de elaboración y comercialización de productos médicos se encuentran contempladas por la Ley 
16463, el Decreto 9763/64, y MERCOSUR/GMC/RES. Nº 40/00, incorporada al ordenamiento jurídico nacional 
por Disposición ANMAT Nº 2318/02 (TO 2004), y normas complementarias.

Que consta la evaluación técnica producida por el Instituto Nacional de Productos Médicos, en la que informa que 
el producto estudiado reúne los requisitos técnicos que contempla la norma legal vigente, y que los establecimientos 
declarados demuestran aptitud para la elaboración y el control de calidad del producto cuya inscripción en el 
Registro se solicita.

Que corresponde autorizar la inscripción en el RPPTM del producto médico objeto de la solicitud.

Que se actúa en virtud de las facultades conferidas por el Decreto N° 1490/92 y sus modificatorios.

 

Por ello;

EL ADMINISTRADOR NACIONAL DE LA ADMINISTRACIÓN NACIONAL DE

MEDICAMENTOS, ALIMENTOS Y TECNOLOGÍA MÉDICA



DISPONE:

ARTÍCULO 1º.- Autorízase la inscripción en el Registro Nacional de Productores y Productos de Tecnología 
Médica (RPPTM) de la Administración Nacional de Medicamentos, Alimentos y Tecnología Médica (ANMAT) del 
producto médico marca ROOTT nombre descriptivo SISTEMA DE IMPLANTES DENTALES y nombre técnico 
Prótesis, Dentales, Implantables, de acuerdo con lo solicitado por FILOSMET S.R.L., con los Datos Identificatorios 
Característicos que figuran al pie de la presente.

ARTÍCULO 2º.- Autorízanse los textos de los proyectos de rótulo/s y de instrucciones de uso que obran en 
documento N° IF-2019-96936926-APN-DNPM#ANMAT.

ARTÍCULO 3º.- En los rótulos e instrucciones de uso autorizados deberá figurar la leyenda “Autorizado por la 
ANMAT PM-2299-1”, con exclusión de toda otra leyenda no contemplada en la normativa vigente.

ARTICULO 4°.- Extiéndase el Certificado de Autorización e Inscripción en el RPPTM con los datos característicos 
mencionados en esta disposición.

ARTÍCULO 5º.- La vigencia del Certificado de Autorización será de cinco (5) años, a partir de la fecha de la 
presente disposición.

ARTÍCULO 6º.- Regístrese. Inscríbase en el Registro Nacional de Productores y Productos de Tecnología Médica 
al nuevo producto. Por el Departamento de Mesa de Entrada, notifíquese al interesado, haciéndole entrega de la 
presente Disposición, conjuntamente con rótulos e instrucciones de uso autorizados y el Certificado mencionado en 
el artículo 4°. Gírese a la Dirección de Gestión de Información Técnica a los fines de confeccionar el legajo 
correspondiente. Cumplido, archívese.

 

DATOS IDENTIFICATORIOS CARACTERISTICOS

 

Nombre descriptivo: SISTEMA DE IMPLANTES DENTALES.

Código de identificación y nombre técnico UMDNS: 16-744 - PRÓTESIS, DENTALES, IMPLANTABLES.

Marca: ROOTT.

Modelo/s: Código y descripción

R3010 ROOTT Dental Implant, root form type, diameter 3.0 mm, length 10 mm

R3012 ROOTT Dental Implant, root form type, diameter 3.0 mm, length 12 mm

R3014 ROOTT Dental Implant, root form type, diameter 3.0 mm, length 14 mm

R3016 ROOTT Dental Implant, root form type, diameter 3.0 mm, length 16 mm

R3506 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 6 mm



R3508 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 8 mm

R3510 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 10 mm

R3512 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 12 mm

R3514 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 14 mm

R3516 ROOTT Dental Implant, root form type, diameter 3.5 mm, length 16 mm

R3806 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 6 mm

R3808 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 8 mm

R3810 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 10 mm

R3812 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 12 mm

R3814 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 14 mm

R3816 ROOTT Dental Implant, root form type, diameter 3.8 mm, length 16 mm

R4206 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 6 mm

R4208 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 8 mm

R4210 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 10 mm

R4212 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 12 mm

R4214 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 14 mm

R4216 ROOTT Dental Implant, root form type, diameter 4.2 mm, length 16 mm

R4806 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 6 mm

R4808 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 8 mm

R4810 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 10 mm

R4812 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 12 mm

R4814 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 14 mm

R4816 ROOTT Dental Implant, root form type, diameter 4.8 mm, length 16 mm

R5506 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 6 mm

R5508 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 8 mm

R5510 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 10 mm



R5512 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 12 mm

R5514 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 14 mm

R5516 ROOTT Dental Implant, root form type, diameter 5.5 mm, length 16 mm

C3006 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 6 mm

C3008 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 8 mm

C3010 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 10 mm

C3012 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 12 mm

C3014 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 14 mm

C3016 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 16 mm

C3018 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 18 mm

C3020 ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 20 mm

C3506 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 6 mm

C3508 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 8 mm

C3510 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 10 mm

C3512 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 12 mm

C3514 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 14 mm

C3516 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm

C3518 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 18 mm

C3520 ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 20 mm

C4006 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 6 mm

C4008 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 8 mm

C4010 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 10 mm

C4012 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 12 mm

C4014 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 14 mm

C4016 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 16 mm

C4018 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 18 mm



C4020 ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 20 mm

C4506 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 6 mm

C4508 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 8 mm

C4510 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 10 mm

C4512 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 12 mm

C4514 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 14 mm

C4516 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 16 mm

C4518 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 18 mm

C4520 ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 20 mm

C5006 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 6 mm

C5008 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 8 mm

C5010 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 10 mm

C5012 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 12 mm

C5014 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 14 mm

C5506 ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 6 mm

C5508 ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 8 mm

C5510 ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 10 mm

C5512 ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 12 mm

C5514 ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 14 mm

C4006s ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 6 mm, short neck

C4008s ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 8 mm, short neck

C4010s ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 10 mm, short neck

C4506s ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 6 mm, short neck

C4508s ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 8 mm, short neck

C4510s ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 10 mm, short neck

C3008a ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 8 mm, with attachment



C3010a ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 10 mm, with attachment

C3012a ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 12 mm, with attachment

C3014a ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 14 mm, with attachment

C3016a ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 16 mm, with attachment

C3508a ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 8 mm, with attachment

C3510a ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 10 mm, with attachment

C3512a ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 12 mm, with attachment

C3514a ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 14 mm, with attachment

C3516a ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm, with attachment

C4008a ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 8 mm, with attachment

C4010a ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 10 mm, with attachment

C4012a ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 12 mm, with attachment

C4014a ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 14 mm, with attachment

C4016a ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 16 mm, with attachment

C3008m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 8 mm, multi-unit

C3010m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 10 mm, multi-unit

C3012m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 12 mm, multi-unit

C3014m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 14 mm, multi-unit

C3016m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 16 mm, multi-unit

C3018m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 18 mm, multi-unit

C3020m ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 20 mm, multi-unit

C3506m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 6 mm, multi-unit

C3508m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 8 mm, multi-unit

C3510m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 10 mm, multi-unit

C3512m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 12 mm, multi-unit

C3514m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 14 mm, multi-unit



C3516m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm, multi-unit

C3518m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 18 mm, multi-unit

C3520m ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 20 mm, multi-unit

C4006m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 6 mm, multi-unit

C4008m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 8 mm, multi-unit

C4010m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 10 mm, multi-unit

C4012m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 12mm, multi-unit

C4014m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 14 mm, multi-unit

C4016m ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 16 mm, multi-unit

C5006m ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 6 mm, multi-unit

C5008m ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 8 mm, multi-unit

C5010m ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 10 mm, multi-unit

C5012m ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 12 mm, multi-unit

C5014m ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 14 mm, multi-unit

C3008ms ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 8 mm, small multi-unit

C3010ms ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 10 mm, small multi-unit

C3012ms ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 12 mm, small multi-unit

C3014ms ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 14mm, small multi-unit

C3016ms ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 16 mm, small multi-unit

C3506ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 6 mm, small multi-unit

C3508ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 8 mm, small multi-unit

C3510ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 10 mm, small multi-unit

C3512ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 12 mm, small multi-unit

C3514ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 14 mm, small multi-unit

C3516ms ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm, small multi-unit

С3516mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm, pterygoid, multi-unit



С3518mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 18 mm, pterygoid, multi-unit

С3520mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 20 mm, pterygoid, multi-unit

С3522mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 22 mm, pterygoid, multi-unit

С3524mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 24 mm, pterygoid, multi-unit

С3526mp ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 26 mm, pterygoid, multi-unit

С4516mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 16 mm, pterygoid, multi-unit

С4518mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 18 mm, pterygoid, multi-unit

С4520mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 20 mm, pterygoid, multi-unit

С4522mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 22 mm, pterygoid, multi-unit

С4524mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 24 mm, pterygoid, multi-unit

С4526mp ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 26 mm, pterygoid, multi-unit

C3006k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 6 mm, multi-cortical

C3008k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 8 mm, multi-cortical

C3010k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 10 mm, multi-cortical

C3012k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 12 mm, multi-cortical

C3014k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 14 mm, multi-cortical

C3016k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 16 mm, multi-cortical

C3018k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 18 mm, multi-cortical

C3020k ROOTT Dental Implant, compressive type, diameter 3.0 mm, length 20 mm, multi-cortical

C3506k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 6 mm, multi-cortical

C3508k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 8 mm, multi-cortical

C3510k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 10 mm, multi-cortical

C3512k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 12 mm, multi-cortical

C3514k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 14 mm, multi-cortical

C3516k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 16 mm, multi-cortical



C3518k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 18 mm, multi-cortical

C3520k ROOTT Dental Implant, compressive type, diameter 3.5 mm, length 20 mm, multi-cortical

C4006k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 6 mm, multi-cortical

C4008k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 8 mm, multi-cortical

C4010k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 10 mm, multi-cortical

C4012k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 12 mm, multi-cortical

C4014k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 14 mm, multi-cortical

C4016k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 16 mm, multi-cortical

C4018k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 18 mm, multi-cortical

C4020k ROOTT Dental Implant, compressive type, diameter 4.0 mm, length 20 mm, multi-cortical

C4506k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 6 mm, multi-cortical

C4508k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 8 mm, multi-cortical

C4510k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 10 mm, multi-cortical

C4512k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 12 mm, multi-cortical

C4514k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 14 mm, multi-cortical

C4516k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 16 mm, multi-cortical

C4518k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 18 mm, multi-cortical

C4520k ROOTT Dental Implant, compressive type, diameter 4.5 mm, length 20 mm, multi-cortical

C5004k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 4 mm, multi-cortical

C5006k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 6 mm, multi-cortical

C5008k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 8 mm, multi-cortical

C5010k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 10 mm, multi-cortical

C5012k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 12 mm, multi-cortical

C5014k ROOTT Dental Implant, compressive type, diameter 5.0 mm, length 14 mm, multi-cortical

C5504k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 4 mm, multi-cortical

C5506k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 6 mm, multi-cortical



C5508k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 8 mm, multi-cortical

C5510k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 10 mm, multi-cortical

C5512k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 12 mm, multi-cortical

C5514k ROOTT Dental Implant, compressive type, diameter 5.5 mm, length 14 mm, multi-cortical

B3506 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 6 mm

B3508 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 8 mm

B3510 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 10 mm

B3512 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 12 mm

B3514 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 14 mm

B3516 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 16 mm

B3518 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 18 mm

B3520 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 20 mm

B3522 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 22 mm

B3524 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 24 mm

B3526 ROOTT Dental Implant, basal type, diameter 3.5 mm, length 26 mm

B4508 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 8 mm

B4510 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 10 mm

B4512 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 12 mm

B4514 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 14 mm

B4516 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 16 mm

B4518 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 18 mm

B4520 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 20 mm

B4522 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 22 mm

B4524 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 24 mm

B4526 ROOTT Dental Implant, basal type, diameter 4.5 mm, length 26 mm

B5508 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 8 mm



B5510 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 10 mm

B5512 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 12 mm

B5514 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 14 mm

B5516 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 16 mm

B5518 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 18 mm

B5520 ROOTT Dental Implant, basal type, diameter 5.5 mm, length 20 mm

B3506ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 8 mm

B3508ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 8 mm

B3510ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 10 mm

B3512ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 12 mm

B3514ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 14 mm

B3516ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 16 mm

B3518ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 18 mm

B3520ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 20 mm

B3522ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 22 mm

B3524ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 24 mm

B3526ss ROOTT Dental Implant, basal ss type, diameter 3.5 mm, length 26 mm

B4506ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 6 mm

B4508ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 8 mm

B4510ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 10 mm

B4512ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 12 mm

B4514ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 14 mm

B4516ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 16 mm

B4518ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 18 mm

B4520ss ROOTT Dental Implant, basal ss type, diameter 4.5 mm, length 20 mm

SC Covering screw



CSK Covering screw, K platform

ESK Extended screw, K platform

FSKL Fixing screw, K platform, long

ABM Abutment, burn out, with metal hex

A1 Abutment, straight, height 1 mm

A2 Abutment, straight, height 2 mm

A3 Abutment, straight, height 3 mm

A4 Abutment, straight, height 4 mm

A1A15 Abutment, 15° angled, height 1 mm

A2A15 Abutment, 15° angled, height 2 mm

A3A15 Abutment, 15° angled, height 3 mm

A4A15 Abutment, 15° angled, height 4 mm

A1A25 Abutment, 25° angled, height 1 mm

A2A25 Abutment, 25° angled, height 2 mm

A3A25 Abutment, 25° angled, height 3 mm

A4A25 Abutment, 25° angled, height 4 mm

A1N Abutment, straight, narrow, height 1 mm

AT1 Abutment, transgingival, height 1 mm

AT2 Abutment, transgingival, height 2 mm

AT3 Abutment, transgingival, height 3 mm

AT4 Abutment, transgingival, height 4 mm

ATR1 Abutment with transfer function, height 1 mm

ATR2 Abutment with transfer function, height 2 mm

ATR3 Abutment with transfer function, height 3 mm

ATR4 Abutment with transfer function, height 4 mm

B1 Abutment with ball attachment, straight, height 1 mm



B2 Abutment with ball attachment, straight, height 2 mm

B3 Abutment with ball attachment, straight, height 3 mm

B4 Abutment with ball attachment, straight, height 4 mm

B5 Abutment with ball attachment, straight, height 5 mm

M1 Multi - unit, height 1 mm

M2 Multi - unit, height 2 mm

M3 Multi - unit, height 3 mm

M4 Multi - unit, height 4 mm

AM Abutment for multi-unite

MS1 Multi-unit, height 1 mm, small

MS2 Multi-unit, height 2 mm, small

MS3 Multi-unit, height 3 mm, small

MS4 Multi-unit, height 4 mm, small

AMS Abutment for multiunite, small

PCO Platform, SIR

PCOR Platform, open CAD-CAM, rotational

PCO1 Platform, open CAD-CAM, height 1 mm

PCO2 Platform, open CAD-CAM, height 2 mm

PCO3 Platform, open CAD-CAM, height 3 mm

PCORS Platform, open CAD-CAM, rotational, small

PCO1S Platform, open CAD-CAM, height 1 mm, short

PCO2S Platform, open CAD-CAM, height 2 mm, short

PCO3S Platform, open CAD-CAM, height 3 mm, short

PMAB Pre-milled abutment blank Ti

PMABP Pre-milled abutment blank PEEK

PCOM Platform for multi-unit, open CAD-CAM



PCOMS Platform for multi-unit, open CAD-CAM, small

TCK0 Titanium cap, K platform, 0 mm

PCK0 PEEK Cap, K platform, 0 mm

TCK1 Titanium cap, K platform, 1 mm

PCK1 PEEK Cap, K platform, 1 mm

TCK2 Titanium cap, K platform, 2 mm

PCK2 PEEK Cap, K platform, 2 mm

TCK3 Titanium cap, K platform, 3 mm

PCK3 PEEK Cap, K platform, 3 mm

TCKS0 Titanium cap, K platform, short

PCKS0 PEEK Cap, K platform, short, 0 mm

TCKS1 Titanium cap, K platform, short, 1 mm

PCKS1 PEEK Cap, K platform, short, 1 mm

TCKS2 Titanium cap, K platform, short, 2 mm

PCKS2 PEEK Cap, K platform, short, 2 mm

TCKXS1 Titanium cap, K platform, extra short, 1 mm

PCKXS1 PEEK cap, K platform, extra short, 1 mm

TCE0 Titanium cap, external platform, 0 mm

PCE0 PEEK Cap, external platform, 0 mm

TCE1 Titanium cap, external platform, 1 mm

PCE1 PEEK Cap, external platform, 1 mm

TCE2 Titanium cap, external platform, 2 mm

PCE2 PEEK Cap, external platform, 2 mm

TCE3 Titanium cap, external platform, 3 mm

PCE3 PEEK Cap, external platform, 3 mm

TCES0 Titanium cap, external platform, short



PCES0 PEEK Cap, external platform, short, 0 mm

TCES1 Titanium cap, external platform, short, 1 mm

PCES1 PEEK Cap, external platform, short, 1 mm

TCES2 Titanium cap, external platform, short, 2 mm

PCES2 PEEK Cap, external platform, short, 2 mm

TCEXS1 Titanium cap, external platform, extra short, 1 mm

PCEXS1 PEEK Cap, external platform, extra short, 1 mm

TCEXS2 Titanium cap, external platform, extra short, 2 mm

PCEXS2 PEEK Cap, external platform, extra short, 2 mm

TCRE Telescopic cap, external platform, 0 mm

TCRE1 Telescopic CRE cap, external platform, 1 mm

A1K Solid abutment, K platform, straight, height 1 mm

A2K Solid abutment, K platform, straight, height 2 mm

A3K Solid abutment, K platform, straight, height 3 mm

A4K Solid abutment, K platform, straight, height 4 mm

A05K Solid abutment, K platform, straight, height 0,5 mm

A1A15K Abutment, K platform, 15º angled, height 1 mm

A2A15K Abutment, K platform, 15º angled, height 2 mm

A3A15K Abutment, K platform, 15º angled, height 3 mm

A4A15K Abutment, K platform, 15º angled, height 4 mm

M1A15 Multi-unit, 15º angled, height 1 mm

M2A15 Multi-unit, 15º angled, height 2 mm

M3A15 Multi-unit, 15º angled, height 3 mm

M4A15 Multi-unit, 15º angled, height 4 mm

M1A30 Multi-unit, 30º angled, height 1 mm

M2A30 Multi-unit, 30º angled, height 2 mm



M3A30 Multi-unit, 30º angled, height 3 mm

M4A30 Multi-unit, 30º angled, height 4 mm

M1A45 Multi-unit, 45º angled, height 1 mm

M2A45 Multi-unit, 45º angled, height 2 mm

M3A45 Multi-unit, 45º angled, height 3 mm

M4A45 Multi-unit, 45º angled, height 4 mm

S8 Fixing screw, length 8 mm

SLT8 Fixing screw, long thread, length 8 mm

FSK Fixing screw, K platform

SGF1 Fixing screw for gingiva rofmers, height 1 mm

SGF2 Fixing screw for gingiva rofmers, height 2 mm

SGF3 Fixing screw for gingiva rofmers, height 3 mm

SGF4 Fixing screw for gingiva rofmers, height 4 mm

SB1 Fixing screw for B abutments, height 1 mm

SB2 Fixing screw for B abutments, height 2 mm

SB3 Fixing screw for B abutments, height 3 mm

SB4 Fixing screw for B abutments, height 4 mm

SB5 Fixing screw for B abutments, height 5 mm

GF0 Gingiva former, height 0 mm

GF1 Gingiva former, height 1 mm

GF2 Gingiva former, height 2 mm

GF3 Gingiva former, height 3 mm

GF4 Gingiva former, height 4 mm

GF5 Gingiva former, height 5 mm

GF6 Gingiva former, height 6 mm

GF7 Gingiva former, height 7 mm



GFN0 Gingiva former, narrow, height 0 mm

GFN2 Gingiva former, narrow, height 2 mm

GFN4 Gingiva former, narrow, height 4 mm

GFN6 Gingiva former, narrow, height 6 mm

GFI Gingiva former, individual

GFM0 Gingiva former for multi-unite, height 0 mm

GFM1 Gingiva former for multi-unite, height 1 mm

GFM2 Gingiva former for multi-unite, height 2 mm

GFM3 Gingiva former for multi-unite, height 3 mm

GFM4 Gingiva former for multi-unite, height 4 mm

GFM5 Gingiva former for multi-unite, height 5 mm

GFM6 Gingiva former for multi-unite, height 6 mm

GFM7 Gingiva former for multi-unite, height 7 mm

GFNM0 Gingiva former for multi-unite, narrow, height 0 mm

GFNM2 Gingiva former for multi-unite, narrow, height 2 mm

GFNM4 Gingiva former for multi-unite, narrow, height 4 mm

GFNM6 Gingiva former for multi-unite, narrow, height 6 mm

GFMS0 Gingiva former for multi-unite, height 0 mm, small

GFMS1 Gingiva former for multi-unite, height 1 mm, small

GFMS2 Gingiva former for multi-unite, height 2 mm, small

GFMS3 Gingiva former for multi-unite, height 3 mm, small

GFMS4 Gingiva former for multi-unite, height 4 mm, small

GFMS5 Gingiva former for multi-unite, height 5 mm, small

GFMS6 Gingiva former for multi-unite, height 6 mm, small

GFMS7 Gingiva former for multi-unite, height 7 mm, small

GFNMS0 Gingiva former for multi-unite, narrow, height 0 mm, small



GFNMS2 Gingiva former for multi-unite, narrow, height 2 mm, small

GFNMS4 Gingiva former for multi-unite, narrow, height 4 mm, small

GFNMS6 Gingiva former for multi-unite, narrow, height 6 mm, small

GFK Gingiva former, K platform

GFKS Gingiva former, K platform, short

GFKXS Gingiva former, K platform, extra short

GFP3 Gingiva former, height 3 mm, one-piece

GFP4 Gingiva former, height 4 mm, one-piece

GFP5 Gingiva former, height 5 mm, one-piece

GFE Gingiva former, external platform

GFES Gingiva former, external platform, short

D1508 Initial drill, diameter 1,5 mm, length 8 mm

D2008 Pilot drill, diameter 2,0 mm, length 8 mm

D2010 Pilot drill, diameter 2,0 mm, length 10 mm

D2012 Pilot drill, diameter 2,0 mm, length 12 mm

D2014 Pilot drill, diameter 2,0 mm, length 14 mm

D2016 Pilot drill, diameter 2,0 mm, length 16 mm

D2020 Pilot drill, diameter 2,0 mm, length 20 mm

D2026 Pilot drill, diameter 2,0 mm, length 26 mm

D3010 Form drill root form 3,0 mm, length 10 mm

D3012 Form drill root form 3,0 mm, length 12 mm

D3014 Form drill root form 3,0 mm, length 14 mm

D3016 Form drill root form 3,0 mm, length 16 mm

D3024 Punch 2Ingis, diameter 3.0 mm, length 24 mm

D4024 Punch 2Ingis, diameter 4.0 mm, length 24 mm

D5024 Punch 2Ingis, diameter 5.0 mm, length 24 mm



D4029 Punch 2Ingis, diameter 4.0 mm, length 29 mm

D2824 Mill 2Ingis, diameter 2.8 mm, length 24 mm

D3524 Mill 2Ingis, diameter 3.5 mm, length 24 mm

D4124 Mill 2Ingis, diameter 4.1 mm, length 24 mm

D2829 Mill 2Ingis, diameter 2.8 mm, length 29 mm

D2834 Mill 2Ingis, diameter 2.8 mm, length 34 mm

D2516 Form drill root form 2,5 mm, length 16 mm

D2816 Form drill root form 2,8 mm, length 16 mm

D3216 Form drill root form 3,2 mm, length 16 mm

D3616 Form drill root form 3,6 mm, length 16 mm

D4016 Form drill root form 4,0 mm, length 16 mm

D4316 Form drill root form 4,3 mm, length 16 mm

D4616 Form drill root form 4,6 mm, length 16 mm

D5016 Form drill root form 5,0 mm, length 16 mm

D5316 Form drill root form 5,3 mm, length 16 mm

D3506 Form drill root form 3,5 mm, length 6 mm

D3508 Form drill root form 3,5 mm, length 8 mm

D3510 Form drill root form 3,5 mm, length 10 mm

D3512 Form drill root form 3,5 mm, length 12 mm

D3514 Form drill root form 3,5 mm, length 14 mm

D3516 Form drill root form 3,5 mm, length 16 mm

D3806 Form drill root form 3,8 mm, length 6 mm

D3808 Form drill root form 3,8 mm, length 8 mm

D3810 Form drill root form 3,8 mm, length 10 mm

D3812 Form drill root form 3,8 mm, length 12 mm

D3814 Form drill root form 3,8 mm, length 14 mm



D3816 Form drill root form 3,8 mm, length 16 mm

D4206 Form drill root form 4,2 mm, length 6 mm

D4208 Form drill root form 4,2 mm, length 8 mm

D4210 Form drill root form 4,2 mm, length 10 mm

D4212 Form drill root form 4,2 mm, length 12 mm

D4214 Form drill root form 4,2 mm, length 14 mm

D4216 Form drill root form 4,2 mm, length 16 mm

D4806 Form drill root form 4,8 mm, length 6 mm

D4808 Form drill root form 4,8 mm, length 8 mm

D4812 Form drill root form 4,8 mm, length 12 mm

D4814 Form drill root form 4,8 mm, length 14 mm

D4816 Form drill root form 4,8 mm, length 16 mm

D5506 Form drill root form 5,5 mm, length 6 mm

D5508 Form drill root form 5,5 mm, length 8 mm

D5510 Form drill root form 5,5 mm, length 10 mm

D5512 Form drill root form 5,5 mm, length 12 mm

D5514 Form drill root form 5,5 mm, length 14 mm

D5516 Form drill root form 5,5 mm, length 16 mm

DC3006 Form drill compressive 3,0 mm, length 6 mm

DC3008 Form drill compressive 3,0 mm, length 8 mm

DC3010 Form drill compressive 3,0 mm, length 10 mm

DC3012 Form drill compressive 3,0 mm, length 12 mm

DC3014 Form drill compressive 3,0 mm, length 14 mm

DC3016 Form drill compressive 3,0 mm, length 16 mm

DC3018 Form drill compressive 3,0 mm, length 18 mm

DC3020 Form drill compressive 3,0 mm, length 20 mm



DC3506 Form drill compressive 3,5 mm, length 6 mm

DC3508 Form drill compressive 3,5 mm, length 8 mm

DC3510 Form drill compressive 3,5 mm, length 10 mm

DC3512 Form drill compressive 3,5 mm, length 12 mm

DC3514 Form drill compressive 3,5 mm, length 14 mm

DC3516 Form drill compressive 3,5 mm, length 16 mm

DC3518 Form drill compressive 3,5 mm, length 18 mm

DC3520 Form drill compressive 3,5 mm, length 20 mm

DC4006 Form drill compressive 4,0 mm, length 6 mm

DC4008 Form drill compressive 4,0 mm, length 8 mm

DC4010 Form drill compressive 4,0 mm, length 10 mm

DC4012 Form drill compressive 4,0 mm, length 12 mm

DC4014 Form drill compressive 4,0 mm, length 14 mm

DC4016 Form drill compressive 4,0 mm, length 16 mm

DC4018 Form drill compressive 4,0 mm, length 18 mm

DC4020 Form drill compressive 4,0 mm, length 20 mm

DC4506 Form drill compressive 4,5 mm, length 6 mm

DC4508 Form drill compressive 4,5 mm, length 8 mm

DC4510 Form drill compressive 4,5 mm, length 10 mm

DC4512 Form drill compressive 4,5 mm, length 12 mm

DC4514 Form drill compressive 4,5 mm, length 14 mm

DC4516 Form drill compressive 4,5 mm, length 16 mm

DC4518 Form drill compressive 4,5 mm, length 18 mm

DC4520 Form drill compressive 4,5 mm, length 20 mm

DC5006 Form drill compressive 5,0 mm, length 6 mm

DC5008 Form drill compressive 5,0 mm, length 8 mm



DC5010 Form drill compressive 5,0 mm, length 10 mm

DC5012 Form drill compressive 5,0 mm, length 12 mm

DC5014 Form drill compressive 5,0 mm, length 14 mm

DC5506 Form drill compressive 5,5 mm, length 6 mm

DC5508 Form drill compressive 5,5 mm, length 8 mm

DC5510 Form drill compressive 5,5 mm, length 10 mm

DC5512 Form drill compressive 5,5 mm, length 12 mm

DC5514 Form drill compressive 5,5 mm, length 14 mm

DB2010 Form drill basal 2,0 mm, length 10 mm

DB2012 Form drill basal 2,0 mm, length 12 mm

DB2014 Form drill basal 2,0 mm, length 14 mm

DB2016 Form drill basal 2,0 mm, length 16 mm

DB2018 Form drill basal 2,0 mm, length 18 mm

DB2020 Form drill basal 2,0 mm, length 20 mm

DB2022 Form drill basal 2,0 mm, length 22 mm

DB2024 Form drill basal 2,0 mm, length 24 mm

DB2026 Form drill basal 2,0 mm, length 26 mm

DB2310 Form drill basal 2,3 mm, length 10 mm

DB2312 Form drill basal 2,3 mm, length 12 mm

DB2314 Form drill basal 2,3 mm, length 14 mm

DB2316 Form drill basal 2,3 mm, length 16 mm

DB2318 Form drill basal 2,3 mm, length 18 mm

ITHS Insertion tool, root form, for handpiece, extra short

ITH Insertion tool, root form, for handpiece, short

ITHL Insertion tool, root form, for handpiece, long

ITEH Insertion tool, external platform, for handpiece, short



ITEHL Insertion tool, external platform, for handpiece, long

SDH Screw driver, 1.25 mm, for handpiece, short

SDHL Screw driver, 1.25 mm, for handpiece, long

SDHXL Screw driver, 1.25 mm, for handpiece, extra-long

ET Extension tool

ITEH Insertion tool, K platform, for handpiece, short

ITEHL Insertion tool, K platform, for handpiece, long

S1415 2ingis self drilling screw, D1.4, L 15, hex drive

CS2518F Compressive screw, compressive 2,5 mm, length 18 mm, Filo

CS3018F Compressive screw, compressive 3,0 mm, length 18 mm, Filo

CS4016F Compressive screw, compressive 4,0 mm, length 16 mm, Filo

CS3006 Compressive screw, compressive 3,0 mm, length 6 mm

CS3008 Compressive screw, compressive 3,0 mm, length 8 mm

CS3010 Compressive screw, compressive 3,0 mm, length 10 mm

CS3012 Compressive screw, compressive 3,0 mm, length 12 mm

CS3014 Compressive screw, compressive 3,0 mm, length 14 mm

CS3016 Compressive screw, compressive 3,0 mm, length 16 mm

CS3018 Compressive screw, compressive 3,0 mm, length 18 mm

CS3020 Compressive screw, compressive 3,0 mm, length 20 mm

CS3506 Compressive screw, compressive 3,5 mm, length 6 mm

CS3508 Compressive screw, compressive 3,5 mm, length 8 mm

CS3510 Compressive screw, compressive 3,5 mm, length 10 mm

CS3512 Compressive screw, compressive 3,5 mm, length 12 mm

CS3514 Compressive screw, compressive 3,5 mm, length 14 mm

CS3516 Compressive screw, compressive 3,5 mm, length 16 mm

CS3518 Compressive screw, compressive 3,5 mm, length 18 mm



CS3520 Compressive screw, compressive 3,5 mm, length 20 mm

CS4006 Compressive screw, compressive 4,0 mm, length 6 mm

CS4008 Compressive screw, compressive 4,0 mm, length 8 mm

CS4010 Compressive screw, compressive 4,0 mm, length 10 mm

CS4012 Compressive screw, compressive 4,0 mm, length 12 mm

CS4014 Compressive screw, compressive 4,0 mm, length 14 mm

CS4016 Compressive screw, compressive 4,0 mm, length 16 mm

CS4018 Compressive screw, compressive 4,0 mm, length 18 mm

CS4020 Compressive screw, compressive 4,0 mm, length 20 mm

CS4506 Compressive screw, compressive 4,5 mm, length 6 mm

CS4508 Compressive screw, compressive 4,5 mm, length 8 mm

CS4510 Compressive screw, compressive 4,5 mm, length 10 mm

CS4512 Compressive screw, compressive 4,5 mm, length 12 mm

CS4514 Compressive screw, compressive 4,5 mm, length 14 mm

CS4516 Compressive screw, compressive 4,5 mm, length 16 mm

CS4518 Compressive screw, compressive 4,5 mm, length 18 mm

CS4520 Compressive screw, compressive 4,5 mm, length 20 mm

CS5006 Compressive screw, compressive type 5,0 mm, length 6 mm

CS5008 Compressive screw, compressive type 5,0 mm, length 8 mm

CS5010 Compressive screw, compressive type 5,0 mm, length 10 mm

CS5012 Compressive screw, compressive type 5,0 mm, length 12 mm

CS5014 Compressive screw, compressive type 5,0 mm, length 14 mm

CS5506 Compressive screw, compressive type 5,5 mm, length 6 mm

CS5508 Compressive screw, compressive type 5,5 mm, length 8 mm

CS5510 Compressive screw, compressive type 5,5 mm, length 10 mm

CS5512 Compressive screw, compressive type 5,5 mm, length 12 mm



CS5514 Compressive screw, compressive type 5,5 mm, length 14 mm

TR3010 Taper for R3010

TR3012 Taper for R3012

TR3014 Taper for R3014

TR3016 Taper for R3016

TR3506 Taper for R3506

TR3508 Taper for R3508

TR3510 Taper for R3510

TR3512 Taper for R3512

TR3514 Taper for R3514

TR3516 Taper for R3516

TR3806 Taper for R3806

TR3808 Taper for R3808

TR3810 Taper for R3810

TR3812 Taper for R3812

TR3814 Taper for R3814

TR3816 Taper for R3816

TR4206 Taper for R4206

TR4208 Taper for R4208

TR4210 Taper for R4210

TR4212 Taper for R4212

TR4214 Taper for R4214

TR4216 Taper for R4216

TR4806 Taper for R4806

TR4808 Taper for R4808

TR4810 Taper for R4810



TR4812 Taper for R4812

TR4814 Taper for R4814

TR4816 Taper for R4816

TR5506 Taper for R5506

TR5508 Taper for R5508

TR5510 Taper for R5510

TR5512 Taper for R5512

TR5514 Taper for R5514

TR5516 Taper for R5516

P2 Pin, diameter 2,0 mm

DPG Depth measuring gauge

IT Insertion tool, root form, for ratchet, short

ITL Insertion tool, root form, for ratchet, long

ITAO Insertion tool, root form, for AO connection

ITE Insertion tool, external platform, for ratchet, short

ITEL Insertion tool, external platform, for ratchet, long

ITEXL Insertion tool, external platform, for ratchet, extra long

ITEAO Insertion tool, external platform, for AO connection

ITES Insertion tool, external platform, for ratchet, extra short

ITESL Insertion tool, external platform with square, for ratchet, long

ITESM Insertion tool, external platform with square, manual

ITHE Insertion tool for HE

ITHEL Insertion tool, for HE, long

ITHEXL Insertion tool for HE, extra long

ITHEAO Insertion tool for HE, for AO connection

ITM Insertion tool for MU, external platform, for ratchet, short



ITML Insertion tool for MU, external platform, for ratchet, short

ITMXL Insertion tool for MU, external platform, for ratchet, extra long

ITMS Insertion tool for MU small, external platform, for ratchet, short

ITMSL Insertion tool for MU small, external platform, for ratchet, long

ITMSXL Insertion tool for MU small, external platform, for ratchet, extra long

SD Screw driver, 1.25 mm, for ratchet , short

SDL Screw driver, 1.25 mm, for ratchet , long

SDXL Screw driver,1.25 mm, for ratchet, extra long

SDLB Screw driver, ball point hex, 1.25 mm, for ratchet, long

SDXLB Screw driver, ball point hex, 1.25 mm, for ratchet, extra long

SDAO Screw driver for AO connection

RW Ratchet wrench

TW50 Torque wrench, 10-50 Ncm

DW Direct wrench

SR Screw for removing superstructures

BT Bending tool

ETH Handle for handpiece instrument

SRL Screw for removing of superstructures, long

DIR Tool for angle measurement

BTK Bending tool, K platform

BTKL Bending tool, K platform, long

ITEKS Insertion tool, K platform, for ratchet, extra short

ITEK Insertion tool, K platform, for ratchet, short

ITEKL Insertion tool, K platform, for ratchet long

ITEKXL Insertion tool, K platform, for ratchet extra long

ITEAOK Insertion tool, K platform, for AO connection



ETEAO Extension tool, for AO connection

ITHES Insertion tool for HE, short

ITM0 Insertion tool for MU, external platform, for ratchet, height 0 mm

ITM10 Insertion tool for MU, external platform, for ratchet, height 10 mm

RAE Tool for adapter removal, for ratchet

PRT PEEK cap removing tool, K platform

PRS PEEK cap removing screw, K platform

ST Transfer screw

STS Transfer screw short

SL8 Fixing screw, laboratory, length 8 mm

STK Transfer screw, K platform

STKL Transfer screw, long, K platform

TO Transfer, open tray

TOS Transfer, open tray, short

TOD Transfer, closed tray, direct, cone connection

TRD Transfer, closed tray, direct

TOA Transfer, open tray, anti-angled

TR Transfer, straight

TC Transfer cap

TRA Transfer, external platform

TRM Transfer for multi-unit, close tray

TOM Transfer for multi-unit, open tray

TRMS Transfer for multi-unit, close tray, small

TOMS Transfer for multi-unit, open tray, small

TOE Transfer, open tray, external platform

TOEA Transfer, open tray, external platform, anti-rotational



TOES Transfer, open tray, external platform, short

TOK Transfer for open tray, K platform

TOKL Transfer for open tray, long, K platform

TOKS Transfer for open tray, short, K platform

AN Implant analog

ANA Implant analog, external platform

ANM Analog for multi-unit

ANMS Analog for multi-unit, small

ANE Implant analog, external platform

IAK Implant analog, K platform

IAKP Implant analog, K platform POM-C

IAKS Implant analog, K platform, short

A0 Adapter, burn out, straight, external platform

A15 Adapter, burn out, 15º angled, external platform

A25 Adapter, burn out, 25º angled, external platform

BP Burn out part for transgingival abutment

AB Abutment, burn out, with hex

ABR Abutment, burn out, without hex

BOP Burn out part, external platform

ABMU Burnt out abutment for multi–unit, without hex

ABMUA Burnt out abutment for multi–unit, angled

ABMUS Burnt out abutment for multi–unit, small

ABMUSA Burnt out abutment for multi–unit, small, angled

BOCK Burn out part, K platform

BOCKS Burn out part, K platform, short

SPCO Scan post, laboratory



SPCOIO Scan post, intra-oral

SPCOM Scan post for multi-unit, laboratory

SPCOMS Scan post for multi-unit, small, laboratory

SPCOMIO Scan post for multi-unit, intra-oral

SPCOMIOS Scan post for multi-unit, intra-oral, small

TTCK Titanium transfer cap, K platform

TTCKS Titanium transfer cap, K platform, small

TTCKXS Titanium transfer cap, K platform, extra small

TRR Tray for instrument, root form

TRR-S Set of instruments, root form

TRR-mini Tray for instrument, root form, mini

TRE Tray for instrument, compressive and basal

TRE-mini Tray for instrument, compressive and basal, mini

TRS Universal instrument tray

TRS-S Set of universal instrument

ESBIPRO ESBIPRO instrument tray

ESBIPRO-S ESBIPRO set of compressive screws

IF Implant holding forceps

ETAO Straight ratchet handle with turning knob

A1NP Abutment, straight, narrow, burn out, height 1 mm

Clase de Riesgo: III.

Indicación/es autorizada/s: Indicado para implantación quirúrgica en huesos maxilar superior o inferior para 
proporcionar el anclaje de supra estructuras protésicas, restauraciones dentales o como un pilar terminal o 
intermedio para puentes fijos o removibles, y para retener sobredentaduras.  

Período de vida útil: Implantes y accesorios estériles: 5 (cinco) años. Accesorios no estériles e instrumental: no 
aplica.

Método de Esterilización: Radiación Gamma.



Condición de uso: Venta exclusiva a profesionales e instituciones sanitarias.

Forma de presentación: Por Unidad.

Nombre del fabricante: TRATE AG.

Lugar/es de elaboración: Seestrasse 58, 8806 Bäch, CH, Suiza.

Expediente Nº 1-47-3110-966-19-6
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FILOSMET SRL PM 2299-1 ANEXO III.8 

ANEXO 111.8 
PROYECTO DE ROTULO 

Fabricado por: TRATE AG, Seestrasse 58, 8806 Mich, CH, Suiza 

Importado por: F1LOSMET SRL, Herrara N2  1855, Of. A 204, CABA. Argentina 

Sistema de implantes dentales ROOTT 

- Modelo:.XXXX 

Lote: xxx 

Fecha de fabricación: xxfxxib000t 

ks5  
<Ori iNc 

Almacenar en lugar seco, en el empaque original a temperatura ambiente y no expuesto a la luz 
solar directa 

Estéril 

Advertencia: producto de un solo uso, no utilizar si en envase está alterado 

- 	Dirección Técnica: Farrn. Juan Pablo Vera MN Na 14.030 

Autorizado por la ANMAT— PM 2299-1 

- 	Venta exclusiva a profesionales e instituciones sanitarias 
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FILOSMET SRL PM 2299-1 ANEXO 111.8 

PROYECTO DE RÓTULO NO ESTÉRILES 

Fabricado por: TRATE AG, Seestrasse 58, 8806 Bách, CH, Suiza 

Importado por: FILOSMET SRL, Herrera Nº 1855, Of. A 204, CASA. Argentina 

Sistema de implantes dentales ROOTT 

Modelo: XX)Ol 

Lote: xxx 

Fecha de fabricación: xx/xx/xxxx 

Almacenar en lugar seco, en el empaque original a temperatura ambiente y no expuesto a la luz 
solar directa 

Esterilizar antes de usar (Ver instrucciones de uso) 

Dirección Técnica: Farm Juan Pablo Vera MNI‘12  14.030 

- 	Autorizado por la ANMAT— PM 2299-1 

Venta exclusiva a profesionales e instituciones sanitarias 
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INSTRUCCIONES DE USO 

Sistema de implantes dentales ROOTT 

ROOT FORM, COMPRESSIVE y BASAL 

Descripción 

El sistema cíe implantes dentales ROOTT es un sistema de implantes dentales encloóseo con los pilares 

correspondientes, formadores de encías, recubrimiento, tornillos de fijación, componentes quirúrgicos e 

instrumental. 

Los implantes de Roorr están fabricados en aleación de titanio Ti-6A1-4V (titanio, aluminio, vanadio). El 

implante se entrega estéril con un transportador multifuncional, un soporte de dos componentes y un 

tornillo de cobertura. La caja primaria tiene una etiqueta adhesiva despegable: para la documentación 

clínica y / o el certificado de implante_ Tiene una variedad de soluciones protésicas para la fijación 

cementada y componentes de unidades múltiples con fijación del tipo tomillo. La conexión cónica entre 

el implante y el pilar crea posibilidades para todas las soluciones protésicas. El HA / TCP se utiliza como 

un medio de granulado con grabado posterior para la limpieza de la superficie y para alcanzar la micro 

topografía de superficie optima. 

En el caso de los implantes COMPRESSIVE y BASAL, dependiendo de su longitud, el pilar puede inclinarse 

hasta 15 ° mientras el implante se coloque en un hueso sano. 

Aplicación 

El implante ROOT se utiliza para restauraciones únicas y múltiples con carga inmediata y retardada en las 

mandíbulas superior e inferior en todos los tipos de tejido óseo. El implante se puede colocar con técnica 
de tapa o sin tapa y con posición subcrestal. La colocación del implante es posible realizarla 

inmediatamente -después-de la extracción del diente si hay.suficiente tejidaáseci disponible. 

Contraindicaciones 

La contraindicación para colocar los implantes será evaluada por los profesionales caso por caso, con la 

mayor precaución. 

El diagnóstico preoperatorio es necesario para identificar peligros para el paciente, relacionadas con el 

procedimiento de colocación del implante, así como factores que pueden afectar las posibilidades de 

curación del hueso y los tejidos blandos circundantes. 

Las contraindicaciones se pueden separar en contraindicaciones absolutas y relativas: 

Contraindicaciones absolutas: 

Infarto de miocardio: dentro de las seis meses posteriores a un ataque 

Infarto cerebral y apoplejía cerebral: en los casos en que el estado de la enfermedad es grave y el 

paciente está tomando anticoagulantes simultáneamente. 

Inmuncideficiencia severa. 

Pacientes sometidos a fuerte quimioterapia. 

Enfermedad neuropsiquiátrica grave, discapacídad mental y adictos a las drogas narcóticas 

e Pacientes que toman simultáneamente bifosfonatos. 

Pacientes menores cíe 15 años. 

Hoja 3 de 11 
JUAN tWIL VERA 

FarmacéE:12,,:iNf.N. 14.030 



. 	\ 	A . 

1-01.10 

FILOSMET SRL PM 2299-1 ANEXO 111.6 

i'Vt)/ DGI A 

Alergias o hipersensibilidades a los ingredientes químicos del material utilizado: aleación de titanio 

(Ti6AI4V) 

Contraindicaciones relativas 

Diabetes (particularmente insulino dependientes) 

Angina de pecho 

Seropositividad (contraindicación absoluta para el SIDA clínico) 

Consumo significativo de tabaco. 

Ciertas enfermedades mentales 

Radioterapia en el cuello o la cara (según la zona, la cantidad de radiación, la localización de la lesión 

cancerosa, etc.) 

Ciertas enfermedades autoinmunes 

Dependencia de drogas y alcohol 

Embarazo 

Ciertas enfermedades de las membranas mucosas de la boca. 

f3ruxismo 

Enfermedades periodontales (aflojamiento de los dientes). Es necesario limpiar las encías y estabilizar 

la enfermedad primero 

Una relación desequilibrada entre los dientes superiores e inferiores 

Mala higiene de la boca y los dientes 

Una cantidad insuficiente de hueso 

Infecciones en los dientes vecinos {bolsas, quistes, granutornas), sinusitis 

En caso que la implantación se haya realizado en condiciones de contraindicación ahsoitita, ei fahricante 
no acepta ningún requerimiento de garantía. 

Efectos secundarios 

Inmediatamente después de la inserción de los implantes dentales, deben evitarse las actividades que 

exigen un esfuerzo físico considerable. Las posibles complicaciones después de la inserción de implantes 

dentales son: 

Síntomas temporales: dolor, hinchazón, dificultad fonética e inflamación gingival. 

Síntomas más persistentes: dolor crónico relacionado con implantes, parestesia permanente, disestesia, 
pérdida del hueso de la cresta maxilar / mandibular, infección localizada o sistémica, fístula ortoantral u 

oronasal, dientes adyacentes desfavorablemente afectados, fractura de implante, mandibula, hueso o 
prótesis, estética Problemas, daño nervioso, exfoliación, hiperplasia. 

Antes de la cirugía: 

El examen clínico y radiológico del paciente debe realizarse antes de la cirugía para determinar el estado 

psicológico y físico del paciente. 

Hoja 4 de 11 
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Prestar atención especial a los pacientes que tienen factores Ic?calizados o sistémicos que ileidkattim  ' 

interferir con el proceso de curación de los huesos o tejidos blandos, o el proceso de osteointegración 

(por ejemplo, fumar, mala higiene bucal, diabetes no controlada, radioterapia facial, infecciones en un 
diente próximo o hueso y pacientes que pasaron por terapia con bifosionatos). 

El déficit preoperatorlo de tejidos duros y blandos puede dar lugar a resultados estéticos comprometidos. 

En la cirugía: 

Todos el instrumental y herramientas utilizados thirin.le el ProcePlirrliento deber ffiOnienerll en buenas 
condiciones y se debe tener cuidado de que el instrumental no dañe los implantes u otros componentes. 

Después de la colocación del implante, la evaluación de la calidad ósea y la estabilidad primaria del 

cirujano determinará cuando los implantes pueden recibir carga. 

Después de cirugía: 

Para asegurar él resultado del tratamiento a largo plazo, se recomienda proporcionar a las pacientes un 

seguimiento regular Completo después del tratamiento am implantes e informar sobre la higiene bucal 

necesaria. 

Información de compatibilidad 

Los implantes ROOT FORM, COMPRESSIVE, y BASAL son compatibles con los componentes del sistema 

ROOTI debido al mismo diámetro del pilar. Se ha desarrollado especialmente una plataforma para todas 

las longitudes de implantes. No importa qué diámetro de implante se use, tendrá la misma plataforma. 

Es de utilidad para disminuir stock y simplificar la práctica. 

- Matriz de compatibilidad: Implantes/ piezas protésicas 
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- Matriz de compatibilidad: Implante / Instrumental 
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ITEXL 

Compressive 
M / MP 

D15xx D20xx DBxxxx ITES, 
ITE, 
ITEL, 
ITEXL 

ITER, 
TTEHL 

ITEAO RW, 
TVV50 

C5xxxx, 
BT, P2, 
ET, 
DPG 

Compressive 
MS 

015xx D20xx Moca ITMS, 
ITMSL, 
ITMSXL 

N/A ITEAO RW, 
TW50 

C5)030<, 
BT, P2, 
ET, 
DPG 

Compressive 
K 

D15xx D20xx DBx>orx ITES, 
(TE, 	• ITEHL 
ITEL, 
ITEXL 

ITEH, ITEAO RW, 
TW50 

BT, P2, 
ET, 
DPG 

Limpieza y desinfección 

'Los implantes dentales ROOTT se entregan estériles y para un solo uso solo antes de la fecha de 

vcrácinlicrstr, 	cr. 	 zzr 	 c:.tcr.inzzzlzz. 

TRATE AG no acepta ninguna responsabilidad por los implantes reesterilizados, independientemente de 

quién haya realizado la reesterilización o por qué método. 

Esterilización de los implantes 

Los implantes dentales ROOTT se entregan estériles. El envase estéril intacto protege el implante 

esterilizado de Influencias externas y, si se almacena correctamente, garantiza la esterilidad hasta la fecha 

de caducidad. El envase estéril no debe abrirse hasta inmediatamente antes de ia inserción dei implante. 

Al retirar el implante de un envase estéril, deben aplicarse técnicas asépticas. El envase estéril no debe 

abrirse hasta inmediatamente antes de la inserción del implante. 

Autoclave de vapor saturado: es el proceso de elección para la mayor parte del instrumental quirúrgico. 
Para evitar que el equipo genere corrosiones o manchas en el instrumental, respetar las indicaciones del 

fahrirante de la autoclave en ruantn al mnde, de sil ~Hen;  al pie de la letra. FI nerfertn fimeinnamientn 

de la autoclave debe ser confirmado, con frecuencia, así como la no corrosión en las tubuladuras. Utilizar 

agua desmineralizada o destilada para asegurar un vapor limpio que evita la corrosión y la formación de 

manchas en el instrumental. El instrumental quirúrgico debe ser depositado en bandejas abiertas y las 

taz 	z - r 	d l -.5:7 zr ;J:: raixanvu:táz ¿. 	e a¿2uen 	1z, c.. 	 co. 	4.50 

esterilización. Los tejidos usados como envases del instrumental deben recibir un buen lavado y un 

adecuado enjuague, para evitar el traslado de esos residuos al instrumental. Evitar la apertura'anticipada 

de la autoclave. Eso provoca la aparición de aire frío en el interior del compartimiento esterilizador, 
resultando en rápida condensación dei vapor que irá a depositar residuos en el instrumental, provocando 

manchas y potencial contaminación. Evitar la apertura rápida de la autoclave, primero dejar salir todo el 

vapor y permitir completar el ciclo de secado. Evitar sobrepasar la temperatura y el tiempo recomendado 

para la esterilización (suelen ser suficientes: 30 minutos a partir que alcanza la temperatura, 

generalmente de 1219C). En la autoclave a vado, este tiempo se reduce a 4 minutos a los 1322C. 

JUAN PAR ,VERA 	Hoja 7 de 11 
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Planificación preoperatoria 

El diámetro, tipo, posición y número de implantes deben seleccionarse individualmente teniendo en 

cuenta la anatomía y las circunstancias espaciales. Antes de los tratamientos con implantes se deben 

realizar varias pruebas: análisis de sangre, examen bucal, examen de rayos X, examen de TC. 

Preparación del lecho del implante 

El lecho implantarlo se genera con el uso de brocas bajo anestesia local. Para la preparación del lecho 
apropiado para el implante, se recomienda utilizar brocas del sistema de implante dental ROOTT y 

observar la tecnología de preparación del lecho óseo. Con respecto a las revoluciones por minuto, las 

técnicas de perforación intermitente y el enfriamiento adecuada, deben revisarse las IDU (Instrucciones 

de Uso) del procedimiento de perforación antes de intentar la colocación. 

Inserción del implante 

El implante se retira del embalaje estéril inmediatamente antes de la introducción y se coloca de forma 

estable en el lecho óseo preparado. Asegúrese de instalarlo deforma segura inmediatamente. El implante 

ROOTT se puede colocar manualmente con el gancho o con la ayuda del instrumental de mano. Se 

recomiendan los siguientes límites de ajuste: 

Inserción de implantes a través del soporte de 
la parte CRE 

Nunca exceda de 50 Ncm 

Inserción de implantes mediante inserción 
directa con  instrumental dedicado 

Nunca exceda de 100 Nem 

Implante COMPRESSIVE de diámetro 3,0 mm, 
mediante inserción directa. 

Nunca exceda de 117 Ncm 

implante COIVLPRESS1VE de diámetro 4,5 mm - 
5,0 mm, mediante inserción directa 

Nunca exceda de 238 Ncm 

Implante COMPRESSIVE de diámetro 5,5 mm, 
mediante inserción directa 

Nunca exceda de 298 Ncm 

Implante 	BASAL 	de 	diámetro 	3,0 	mm, 
mediante inserción directa. 

Nunca exceda de 117 Ncm 

Implante Basal de diámetro 4,5 mm - 5,0 mm, 
mediante inserción directa 

Nunca exceda de 238 Nem 

Implante 	BASAL 	de 	diámetro 	5,5 	mm, 
mediante inserción directa 

Nunca exceda de 298 Ncm 

Fase de curación 

Se recomienda la exploración radiográfica después de una fase de cicatrización antes de comenzar la 

restauración protésica. La dirección del pilar del implante COMPRESSIVE se puede ajustar hasta 15 ° en 
relación con el eje del implante y son combinables con los implantes BASAL. Se puede usar con precaución 
para crear restauraciones únicas en situaciones donde se logra una alta estabilidad primaria en la 

colocación. Para obtener más información sobre los productos disponibles para curar heridas, consulte el 

sitio web www.roott.ch. 
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Después del tratamiento 

Después de la implantación, el registro del paciente debe incluir los tipos de implantes usados y el 

número de lote {ponga dentro de la tarjeta la etiqueta especial que se encuentra en la caja con el 

implante). 

Los productos ROOTT deben usarse de acuerdo con las instrucciones de uso proporcionadas por el 

fabricante. Es responsabilidad del profesional utilizar el dispositivo de acuerdo con estas instrucciones y 

determinar si el dispositivo se ajusta a la situación individual del paciente. 

Tenga en cuenta 

Para propósitos de legibilidad, TRATE no usa tMo en el texto. Esto no afecta los derechos de TRATE con 

respecto a las marcas registradas. 

Es posible que algunos productos no estén disponibles en todos los mercados. Póngase en contacto con 

su representante local de TRATE para revisar la gama de productos disponible. 

Explicación de signos 

0111 
Consultar las instrucciones de uso 

Número de catalogo Waligl 

Código de lote 
liari 

53 Vencimiento 

Esterilizado mediante Irradiación. EME ta 

® 

No usar si el paquete está dañado. 

a Noreutilizar 

II 

Mantener alejado de la luz solar. 

I' 
Mantener alejado del agua 

Mil fabricado 

CE 
0086 

Este producto médico tiene la marca CE de acuerdo con la Directiva 93/42 / CEE sobre dispositivos 

médicos. 

TRATE AG 

Seestrasse, 58 
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	— 
8806 8ach, 0'2 ,OHIA 

Suiza. 

www.trate.com, www.roott.ch  

e-mail: info@trate.com  

Período de vida útil 

Implantes y accesorios estériles: 5 (cinco) arios. 

Accesorios no estériles e instrumental: no aplica. 

JUAN PA 	VEFIA 	Hoja 10 de 11 
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PROVECTO DE INSTRUCCIONES DE USO 

Fabricado por: TRATE AS, Seestrasse 58, 8806 Bach, CH, Suiza 

Importado por: FROSMET SRL Herrero N2  1855, Of. A 204, CASA. Argentina 

Sistema de implantes dentales ROOTT 

k‘Z;2,0,_  
I OGI A 5‘1\ 

Modelos que integran la familia de productos: implantes, tornillos de conexión, tapas de 
cicatrización, porta implantes e instrumental asociado 

Instrucciones especiales: almacenar en lugar seco, en el empaque original a temperatura 
ambiente y no expuesto a la luz solar directa. Producto de un solo uso. Respete las instrucciones 
de uso. 

Dirección Técnica: Farm. Juan Pablo Vera MN N914.030. 

Venta exclusiva a profesionales e instituciones sanitarias 

Autorizado por la ANMAT— PM 2299-1 
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